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As the older adult population in the United States continues
to grow, developing reliable, valid, and practical methods for
identifying fall risk is a high priority. Falls are prevalent in older
adults and contribute significantly to morbidity and mortality
rates and rising health costs. Identifying at-risk older adults
and intervening in a timely manner can reduce falls. Conven-
tional fall risk assessment tools require a health professional
trained in the use of each tool for administration and interpre-
tation.Motion sensor technology,which uses three-dimensional
cameras to measure patient movements, is promising for
assessing older adults' fall risk because it could eliminate
or reduce the need for provider oversight. The purpose of
this study was to assess the concordance of fall risk scores
asmeasured by amotion sensor device, the OmniVR Virtual
Rehabilitation System, with clinician-rated fall risk scores in
older adult outpatients undergoing physical rehabilitation.
Three standardized fall risk assessments were administered
by the OmniVR and by a clinician. Validity of the OmniVR was
assessed by measuring the concordance between the two
assessment methods. Stability of the OmniVR fall risk rat-
ings was assessed by measuring test-retest reliability. The
OmniVR scores showed high concordance with the clinician-
rated scores and high stability over time, demonstrating com-
parability with provider measurements.
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Older adults
alls in older adults (60 years and older) are a major
health issue. More than 700 000 persons per year
F are hospitalized because of a fall-related injury, ac-
counting for healthcare costs of more than $34 billion
annually.1 Mortality rates related to falls are substan-

tial. Falls among older adults account for 67.9 deaths per
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100 000 among men and 49.1 deaths per 100 000 among
women.2

Identifying at-risk older adults through conventional fall
risk assessments conducted by skilled providers and intervening
in a timely manner can substantially reduce falls in the clinical
or home setting.3–5 However, many older adults have no access
to conventional fall risk assessments because of lack of access
to healthcare providers, difficulty navigating the healthcare
system, and care coordination delays.6 Recent developments
in a variety of motion sensor devices have allowed for inte-
gration of fall risk assessments that may hold the potential
to reduce or even eliminate the need for provider adminis-
tration. Limited data suggest that some commonly usedmotion
sensors yield fall risk assessment scores that are comparable
with conventional fall risk assessments.7–11 In addition, motion
sensor assessments are inherently protected from rater subjec-
tivity because they are delivered by machine, and patients
can use motion sensors to self-administer fall risk assessment
tests at home or in community environments.

Onemotion sensor device, theOmniVR (AcceleratedCare
Plus, Reno, NV), was developed to assess balance and fall risk
in older adults in a rehabilitation setting; however, reliability
and validity data have not been publicly disseminated. This
motion sensor device was selected because of its specific target
population and its ability to perform standardized fall risk as-
sessments. The purpose of this study was to assess the concor-
dance of OmniVR fall risk assessment ratings with clinician
ratings in older adults in a rehabilitation setting. A secondary
purpose was to explore the stability of OmniVR fall risk
assessment ratings.
METHODS
Design
This study used a nonexperimental, repeated-measures design.
Three gait and flexibility tests (described in the “Measures”
section) were administered twice to each participant: once
by the OmniVRmotion sensor device and once by the prin-
cipal investigator. The order of administration was random-
ized by computer to control for order effects.
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Setting and Sample
A sample of older adults receiving rehabilitative care at a retire-
ment community in the Pacific Northwest was recruited to the
study via advertisement posters and referral by staff providers
(physical therapists and occupational therapists).

Eligible participants met the following inclusion criteria:
(1) 60 years of age or older; (2) able to attend to and under-
stand verbal cues and follow simple instructions as evidenced
by a cognitive level of at least 4.4, as measured by the Allen
Cognitive Levels Screening12; (3) able to perform the gait as-
sessment tests; and (4) able to speak and read English.

Healthy adult volunteers without rehabilitation needs were
also recruited to serve as controls to provide a wider range of
scores to assess motion sensor validity and reliability. Eligible
participants met the following inclusion criteria: (1) aged 18
or older, (2) able to perform the gait assessment tests, (3) able
to speak and read English, and (4) have no known gait or bal-
ance limitations (as identified by the participant).

Measures
Participants were assessed using three validated gait and flexibil-
ity tests that are widely used in rehabilitation settings to assess fall
risk. The components of each test are programmed into the
OmniVR, allowing themotion sensor device to produce a score.

Functional Reach Test

The Functional Reach (FR)13 test was used to assess forward
balance and has been shown to predict the risk of falls.14 The
FR test has demonstrated excellent intrarater and interrater
reliability (r = 0.93–0.99),15,16 as well as predictive validity in
relation to recurrent falls (odds ratio, 8.07 [2.8–23.71]),17

convergent validity with other tests (r = 50.48),15 and criterion-
related validity.18

For the FR test, participants were asked to stand with one
shoulder close to a wall and the ipsilateral hand extended at
a 90° angle along the wall with a closed fist. The clinician
(healthcare provider) recorded the starting position at the
third metacarpal head (middle finger knuckle when making
a fist) using a wall-mounted yardstick. Participants were then
asked to “reach as far as you can forward without taking a
step.” After reaching forward, the position of the third meta-
carpal was again recorded, and scores were obtained by calcu-
lating the difference between the two scores (the reach distance
in inches). The final score was an average of two attempts.13

10-Foot Timed Up and Go Test

The 10-foot TimedUp andGo (TUG) test was used to assess
agility and dynamic balance. The validity of the TUG test
has been supported by the findings that TUG times are sig-
nificantly slower in fallers when compared with nonfallers19

and that longer TUG times significantly predicted the occur-
rence of falling in a 1-year follow-up period.15 Effect sizes for
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the TUG in responsiveness to falls and activities of daily liv-
ing (ADL) decline and improvement were 0.12, 0.42, and
0.05, respectively.15 TheTUG test has been found to have high
retest reliability and interrater reliability (r = 0.93–0.99).15,20

For the TUG test, participants were timed as they rose
from a seated position in a standard armchair, walked 10 feet
at a normal pace, turned, and returned to a seated position.
If participants were able to repeat the TUG test, the average
of the two trials was calculated. If participants were only able
to perform the TUG test once, that score was used.

Sit-to-Stand Test

The Sit-to-Stand (STS) test was used to measure lower body
strength. The STS test has been found to have excellent test-
retest intraclass correlations in older adults (0.84 for men,
0.92 for women).21

For the STS test, participants were seated in a sturdy arm-
less chair and were asked to stand up and sit down without
using their hands as many times as possible in 30 seconds.
Motion Sensor Device
TheOmniVR is amotion sensor tracking device that performs
gait and flexibility assessments using a three-dimensional (3D)
camera. The 3D camera and computer software track patients’
movements as they interact with a virtual world. TheOmniVR
was designed for use with geriatric rehabilitation patients with
complex conditions and has the capacity to perform assess-
ments, as well as training exercises.22 This device is an emerg-
ing technology, and so far, reliability and validity data for the
OmniVR measures have not been independently reported.
Procedures
Institutional review board approval was obtained from the rel-
evant sites. The principal investigator (PI) described the study to
the participants, and informed consent was obtained before any
testing. TheOmniVR device was operated by the clinician (PI),
who selected the tests to be administered by the device. Each
measure was performed twice at baseline: once by the clinician
and once by the OmniVR. Order of testing (clinician first vs
OmniVR first) was randomized by computer database accord-
ing to participant identification number. A standard rest pe-
riod of 10 minutes took place between the two sets of measures
(more time was given when requested by the participant).

In a randomized-by-computer subset of the sample, the
OmniVR and provider assessments were repeated approxi-
mately 1 week after the initial assessment. Participants who
were unable to return for the retest period were automati-
cally classified in the one-time testing group. The subset
was tested again in the same order after a set period (roughly
1 week, scheduled individually by the participant) after the
baseline measurements.
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Table 1. Description of Participants

Category n (%)

Sex
Male 5 (33.3)
Female 10 (66.7)

Age range, y 19–89
Older adults, mean (SD) 81.92 (8.88)
Controls, mean (SD) 30.67 (14.57)

Rehabilitation adults 12 (80)
Controls 3 (20)
Repeat measures 7 (46.7)
One-time measures 8 (53.3)
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DATA ANALYSIS
Data management and statistical analysis were conducted
using IBM SPSS Statistics version 22 (IBM, Armonk, NY)
and Microsoft Excel (Microsoft, Redmond, WA). A two-
tailed .05 significance level was used for all statistical tests.
The concordance of the OmniVR and clinician scores were
tested using intraclass correlations. The stability of the
OmniVR and clinician scores were tested using Pearson
correlation coefficients.

RESULTS
The flow chart for the study is shown in Figure 1.

Sample Demographics
Fifteen participants were enrolled in the study (n = 12 older
adults, n = 3 healthy young controls) (Table 1). Most
participants were white and female, and the groups’ age
ranges were 60 to 89 years (mean, 81.9 ± 8.9 years) for the
older adult group and 19 to 47 years (mean, 30.7 ± 14.6 years)
for the control group.

Concordance of the OmniVR and Clinical Ratings
The intraclass correlations for each test were 0.85 or greater
and were statistically significant. Correlations for FR and
STS were significant at less than 0.05, while the TUG corre-
lation was significant at less than 0.01 (Table 2).

Differential Variability Between Rehabilitation Subjects
and Healthy Subjects
Our Bland-Altman graphs (see Figures 2 through 4) showed
that the three healthy subjects (with no gait problems)
had less variability in their scores irrespective of order of
administration.
FIGURE 1. Flow chart.
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Stability Over Time
For the OmniVR ratings, statistically significant correlations
were found for both the TUG (P< .01) and the STS (P< .01),
but not for the FR. For the clinician ratings, only the correla-
tion for the STS was statistically significant (P < .01) (see
Table 3). The powers were 60%, 62%, and 72% for the three
correlations that were marginal (TUG clinician-rated stability,
FR OMNI-stability, and FR clinician-rated stability, respec-
tively) (see Table 3).

We observed differential variability in participants’ scores
as measured by the OmniVR and clinicians. The Bland-
Altman graphs showed that the three healthy subjects (with
no gait problems) had less variability in their scores irrespective
of order of administration. In contrast, some of the rehabilita-
tion subjects performedworse on the second test administered,
regardless of whether it was administered by the OmniVR
or the clinician. Four rehabilitation participants were unable
to complete the first testing condition because of profound
muscle weakness, and their data were omitted from the study.
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Table 2. Concordance of OmniVR and Clinician Ratings

Measure Sample Size ICC

10-Foot Timed Up and Go 10 0.91a

Functional Reach 13 0.85b

Sit to Stand 10 0.99b

aP < .01.
bP < .05.

FIGURE 3. Concordance of OmniVR and clinician measures, FR.
DISCUSSION
We found a high level of concordance between theOmniVR
and clinician-rated fall risk assessment scores. In addition, we
found higher stability in OmniVR ratings than clinician rat-
ings. Not surprisingly, rehabilitation subjects tended to show
lower scores on their second assessment, suggesting the effects
of fatigue.

Our findings suggest that the OmniVR may be a viable
alternative for assessing older adults' fall risk and add to a
growing body of literature demonstrating the reliability and
validity of motion sensor–based fall risk assessments. Wear-
able motion sensors have demonstrated the ability to differ-
entiate older adults classified as high and low fall risk by
identifying deterioration of walking cadence.11 Predictive
validity has been shown by the finding that baseline motion
sensor–based fall risk assessments of geriatric inpatients showed
comparable sensitivity and specificity to clinician ratings when
predicting falls during the ensuing 12 months.10 Test-retest
reliability and sensitivity of theMicrosoft Kinect motion sen-
sor were found to be acceptable (intraclass correlation coef-
ficient [ICC], 0.9) when the device evaluated upper body
function in both patients with stroke and healthy subjects.23

The Microsoft Kinect has also demonstrated moderate to
good intrarater reliability in evaluating static foot posture
(ρ = 0.62–0.78) compared with poor to moderate (ρ = 0.17–
0.63) intrarater reliability when foot posture was assessed
FIGURE 2. Concordance of OmniVR and clinicianmeasures, TUG.
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visually by providers.23 In an accelerometer study examining
STS test peak power, the accelerometer motion sensor dem-
onstrated excellent test-retest reliability in younger adults
(ICC ≥ 0.90) and older adults (ICC, 0.73).24

Expanded access tomotion sensors and improved ease of use
could transform fall risk prevention strategies by empowering
patients to self-monitor. Motion sensors can facilitate older
adults’ early detection of gait and flexibility issues so that appro-
priate preventive measures can be implemented.

STUDY LIMITATIONS
The homogeneity of the study sample may limit generaliz-
ability to other clinical populations. Similarly, findings from
the OmniVRmay not be generalizable to other motion sen-
sors because it was designed specifically for use with an older
adult rehabilitation population. We limited our sample to
older adult rehabilitation outpatients; thus, the findings may
FIGURE 4. Concordance of OmniVR and clinicianmeasures, STS.
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Table 3. Test Stability

Measure

OMNI-
Rated
Sample

OMNI
Stability

Clinician-
Rated
Sample

Clinician-
Rated
Stability

10-Foot Timed Up
and Go

6 0.98a 7 0.65

Functional Reach 6 0.68 7 0.73
Sit to Stand 7 0.99a 7 0.98a

aP < .01.

CONTINUING EDUCATION
not generalize to inpatients whomay have comparatively lower
functional status. This study examined a small sample at a single
institution. The follow-up testing period approximated 1 week
but was variable because rehabilitation participants were out-
patients who were retested at their next scheduled visit or at
their convenience. A larger sample with a standardized retest
period is needed to confirm our findings that the fall risk as-
sessments performed by the OmniVR were more stable than
the clinician ratings.
CONCLUSIONS
In conclusion, we found that fall risk assessments performed
by the OmniVR were comparable with clinician-rated assess-
ments. In addition, the stability of OmniVR ratings was supe-
rior to clinician ratings. These findings provide preliminary
evidence to support the use of the OmniVR to assess fall risk.
Additional studies with larger samples, in different settings,
and with other clinical populations are warranted to support
the external validity of these findings. A logical next step
would include tool validation of this or similar motion sensor
devices with a population of community-dwelling older adults.
Acknowledgment
This research project would not have been possible without the tireless

support and encouragement of my academic committee members Barbara

Swanson, PhD, RN, FAAN; Louis Fogg, PhD; andHarry Papadopoulos,

PhD, and my long-time mentor PatsyMaloney, EdD, RN-BC, NEA-BC.

References
1. Centers for Disease Control and Prevention. Older adult falls. http://www.cdc.

gov/homeandrecreationalsafety/falls/adultfalls. Updated September 20, 2016.
Accessed November 23, 2016.

2. Morbidity andMortality Weekly Report (MMWR). QuickStats: death rates from
unintentional falls among adults aged 65 years, by sex—United States,
2000-2013. http://www.cdc.gov/mmwr/preview/mmwrhtml/mm6416a12.
PublishedMay 1, 2015. UpdatedMay 1, 2015. Accessed November 23, 2016.

3. Dean E. Reducing falls among older people in hospital. Nursing Older People.
2012;24(5): 16–19.

4. Luck T, Motzek T, Luppa M, et al. Effectiveness of preventive home visits in
reducing the risk of falls in old age: a randomized controlled trial. Clinical
Interventions in Aging. 2013;8: 8697–8702.
628 CIN: Computers, Informatics, Nursing

Copyright © 2017 Wolters Kluwer H
5. Vieira ER, BereanC, PachesD, et al. Reducing falls amonggeriatric rehabilitation
patients: a controlled clinical trial. Clinical Rehabilitation. 2013;27(4):
325–335.

6. Young LB, Foster L, Silander A, Wakefield BJ. Home telehealth. Journal of
Gerontological Nursing. 2011;37(11): 38–46.

7. Bisson E, Contant B, Sveistrup H, Lajoie Y. Functional balance and dual-task
reaction times in older adults are improved by virtual reality and biofeedback
training. Cyberpsychology & Behavior. 2007;10(1): 16–23.

8. Boissy P, Choquette S, HamelM,NouryN. User-basedmotion sensing and fuzzy
logic for automated fall detection in older adults. Telemedicine Journal and e-
Health. 2007;13(6): 683–693.

9. Dobkin BH. Wearable motion sensors to continuously measure real-world
physical activities. Current Opinion in Neurology. 2013;26(6): 602–608.

10. Marschollek M, Rehwald A, Wolf K, et al. Sensors vs. experts—a performance
comparison of sensor-based fall risk assessment vs. conventional assessment
in a sample of geriatric patients. BMCMedical Informatics and Decision Making.
2011;11: 48.

11. Miyoshi H, Kuwae Y, Masaki S, et al. Evaluation of lower limb motor function
using wireless motion sensors—a comparison of normal elderly subjects
and those requiring support level 1. Electronics & Communications in Japan.
2012;95(12): 37–45.

12. Allen Cognitive Group. Assessments: the Allen Cognitive Level Screen (ACLS).
http://allencognitive.com/acls-5-lacls-5/assessments-1-acls_lacls/. Accessed
November 23, 2016.

13. Duncan PW, Weiner DK, Chandler J, Studenski S. Functional reach: a new
clinical measure of balance. Journal of Gerontology. 1990;45(6):
M192–M197.

14. Behrman AL, Light KE, Flynn SM, Thigpen MT. Is the functional reach test
useful for identifying falls risk among individuals with Parkinson's disease?
Archives of Physical Medicine and Rehabilitation. 2002;83: 538–542.

15. Lin MR, Hwang HF, Hu MH, Wu HD, Wang YW, Huang FC. Psychometric
comparisons of the timed up and go, one-leg stand, functional reach, and
Tinetti balance measures in community-dwelling older people. Journal of the
American Geriatrics Society. 2004;52(8): 1343–1348.

16. Martins E, de Menezes L, de Sousa P, de Araujo Barbosa P, Costa A. Reliability
of the Functional Reach Test and the influence of anthropometric characteristics
on test results in subjects with hemiparesis. Neurorehabilitation. 2012;31(2):
161–169.

17. Duncan PW, Studenski S, Chandler J, Prescott B. Functional reach: predictive
validity in a sample of elderly male veterans. Journal of Gerontology. 1992;47:
M93–M98.

18. Light K, Purser J, RoseD. The functional reach test for balance: criterion-related
validity of clinical observations. Issues Aging. 1995;18: 5–9.

19. Schoene D, Wu SM, Mikolaizak AS, et al. Discriminative ability and predictive
validity of the timed up and go test in identifying older peoplewho fall: systematic
review and meta analysis. Journal of the American Geriatrics Society.
2013;61(2): 202–208.

20. Morris S, Morris M, Iansek R. Reliability of measurements obtained with the
Timed “Up & Go” test in people with Parkinson disease. Physical Therapy.
2001;
81(2): 810–818.

21. Jones CJ, Rikli RE, Beam WC. A 30-s chair-stand test as a measure of lower
body strength in community-residing older adults. Research Quarterly for
Exercise and Sport. 1999;
70(2): 113.

22. Accelerated Care Plus. OmniVR virtual rehabilitation product specifications.
www.acplus.com/Documents/OmniVR_Spec_2010-10.pdf. Accessed
December 22, 2016.

23. Mentiplay BF, Clark RA,Mullins A, Bryant AL, Bartold S, Paterson K. Reliability
and validity of the Microsoft Kinect for evaluating static foot posture. Journal
of Foot and Ankle Research. 2013;6(1): 14.

24. Regterschot GH, Zhang W, Baldus H, Stevens M, Zijlstra W. Test-retest reliability
of sensor-based sit-to-stand measures in young and older adults. Gait & Posture.
2014;40(1): 220–224.
December 2017

ealth, Inc. All rights reserved.

http://www.cdc.gov/homeandrecreationalsafety/falls/adultfalls
http://www.cdc.gov/homeandrecreationalsafety/falls/adultfalls
http://www.cdc.gov/mmwr/preview/mmwrhtml/mm6416a12
http://allencognitive.com/acls-5-lacls-5/assessments-1-acls_lacls/
http://www.acplus.com/Documents/OmniVR_Spec_2010-10.pdf


Volume 35 | Number 12 CIN: Computers, Informatics, Nursing 629

Copyright © 2017 Wolters Kluwer Health, Inc. All rights reserved.


